Verification of optical distance indicator accuracy.
The purpose of the optical distance indicator, or rangefinder, is to set the patient at a certain distance from the radiotherapy source when using either fixed SSD or an isocentric technique. If the distance that is set is not accurate, then the tumor dose calculated using this distance is also incorrect. Unfortunately, an ODI that is not properly aligned may show an accurate reading on a flat surface and may give an inaccurate reading on a sloped surface.